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ABSTRACT
Introduction Thoracic endovascular aortic repair (TEVAR) 
has gradually become the mainstream therapy for aortic 
arch pathologies (AAP). Our centre developed the in situ 
fenestration (ISF) system according to years of clinical 
experience and technological innovation. This study aims 
to evaluate the safety and effectiveness of the innovative, 
self- developed ISF system in TEVAR for AAP.
Methods and analysis The study is a prospective, 
multicentre and single- arm study. Patients diagnosed with 
AAPs in five centres on 1 January 2021 will be recruited 
and general TEVAR with ISF system will be performed. 
Clinical information and CT angiography images will be 
collected and recorded. Patients will be followed up for 
5 years. Safety and efficacy endpoints are planned to be 
reported to evaluate this self- developed ISF system.
Ethics and dissemination The study is a registry. We 
have registered the study on the Chinese Clinical Trial 
Registry website (http://www. chictr. org. cn/). This study 
has been approved by the Ethics Committee of Zhongshan 
Hospital Fudan University (B2020-371) and individual 
consents will be signed at the time of enrolment. We 
anticipate that this self- developed ISF system will result 
in favourable social and economic benefits. Findings will 
be disseminated in peer- reviewed journals to provide 
reference for future clinical practice.
Trial registration number ChiCTR1900026696.

INTRODUCTION
Aortic arch pathologies (AAP), including 
aortic arch aneurysm and type B aortic dissec-
tion involving aortic arch, are a very dangerous 
class of aortic diseases for which open surgery 
is the only effective treatment option in the 
past.1 Since the advent of thoracic endovas-
cular aortic repair (TEVAR), it has gradually 
been accepted as a great therapy for AAP due 
to its minimally invasive features with fewer 
complications and lower mortality rate.2–4 
Yet, the preservation or reconstruction of 
the supra- arch arteries poses constant chal-
lenges in the endovascular era.5 Traditionally, 

hybrid aortic arch repair was done for AAP 
with supra- arch arteries involved, though with 
high mortality and non- negligible incidence 
of neurological complications.6 Different 
techniques have been attempted in the past 
to reconstruct the supra- arch arteries in such 
cases, such as branched TEVAR, chimney 
techniques, in situ laser fenestration tech-
niques, prefenestration techniques and other 
in situ fenestration (ISF) techniques.7–13 
The advantages of these techniques are a 
greater convergence to the normal anatom-
ical morphology and the avoidance of open 
surgery, which makes total endovascular 
repair possible. But all these techniques 
have their own limitations. Custom- made 
branched endografts are expensive and lack 
promptness.8 Physician- modified fenestrated 
endografts and prefenestration require a 
more detailed knowledge of stent- graft and 
deployment mechanisms.8 In situ laser fenes-
tration usually faces technical and device- 
related failures,11 while needle ISF requires 
accuracy and stability when puncturing the 
stent- graft.12 Besides, postoperative adverse 
event rate was still concerning in spite of 
various attempts.14–16 More satisfying and 
safer approaches were thus urged to arise.

Strengths and limitations of this study

 ► The study is a prospective, multicentre and single- 
arm study.

 ► This is the first study focusing on our self- developed 
in situ fenestration system.

 ► Comprehensive assessment of safety and effective-
ness is carried out in this study.

 ► The study mostly focuses on Asians resulting in re-
gional limitations.

 ► There is no comparison group in the study.
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Based on the existed techniques, our centre developed 
the ISF system according to years of clinical experience 
and technological innovation to preserve the supra- arch 
arteries. We had conducted a single- centre pretest for the 
device on 1 November 2019. Twelve patients underwent 
TEVAR with ISF. The rate of instant technical success 
was 100%, and only one patient suffered a stroke after 
surgery. The rate of survival without major adverse events 
(MAE) is 91.7%. The result is satisfied. The device is 
being audited by China Food and Drug Administration. 
This study will evaluate the safety and effectiveness of this 
self- developed ISF system in preparation for its dissemina-
tion to maximise patients’ benefits with AAPs.

OBJECTIVES
The objective of the registry is to evaluate the safety and 
effectiveness of the self- developed ISF system in TEVAR 
for the AAPs. Primary efficacy endpoint is the rate of 
instant technical success (successful puncture and branch 
stent implantation). Primary safety endpoint is the rate of 
survival without MAE related to procedure or devices in 
30 days, including aortic- related death, stroke, respiratory 
failure, renal failure, paraplegia, intestinal ischaemia and 
cardiovascular and vascular complications. Secondary 
safety endpoint is the rate of survival without MAE in the 
12- month follow- up and 5- year follow- up.

METHODS
Study design
The study is a prospective, multicentre and single- arm 
study. Patients admitted with AAPs on 1 January 2021 who 
met the inclusion criteria will be invited to participate in 
this study. All enrolled patients will undergo CT angiog-
raphy (CTA) and clinical evaluation at 30 days, 3 months, 
6 months, 12 months and each year after the operation. 
Clinical information will be acquired through the elec-
tronic medical record and the CTA Digital Imaging and 
Communication in Medicine files from radiology depart-
ment databases.

This study is designed and initiated by the Department 
of Vascular Surgery, Zhongshan Hospital Fudan Univer-
sity. We invited four additional participating centres across 
China with enough TEVAR experience to join this study 
in order to increase the reliability and generalisability of 
study results. The participating centres include Taizhou 
Hospital of Zhejiang Province; Hwa Mei Hospital, Univer-
sity of Chinese Academy of Sciences; Zhejiang Provincial 
People’s Hospital; and The Second Affiliated Hospital of 
Nanchang University. All their staff involved in the proce-
dure have reached the standard of practice after passing 
the simulation test.

Participants
We plan to recruit 65 Chinese patients with high open 
surgery risk on 1 January 2021 to undergo general TEVAR 
with self- developed ISF system by surgeons.17 Recruitment 

is non- competitive and will not influence clinical practice. 
Each of the centres will recruit 12 participants at least.

Criteria
Inclusion criteria
1. Patients aged 18–80.
2. Patients who are diagnosed with AAPs with involve-

ment of the supra- arch branches.
3. Patients who understand the purpose of the study, will-

ing to participate and sign the informed consent form 
(ICF) by themselves or their legal representatives.

4. Patients with good compliance who are able to com-
plete follow- up.

Exclusion criteria
1. Patients allergic to iodinated contrast media.
2. Patients without appropriate arterial access.
3. Patients with a history of myocardial infarction, tran-

sient ischaemic attack or cerebral infarction within 
the past 3 months.

4. Patients with severe concomitant organ failure or ma-
lignant tumours.

5. Patients with a history of previous aortic intervention.
6. Patients who are pregnant, lactating or preparing for 

pregnancy.
7. Patients with connective tissue disease.17

8. Patients with a proximal or distal landing zone length 
less than 25 mm or a maximum diameter more than 
38 mm.17

9. Patients with concomitant aortic valve pathology or 
high risk for retrograde type A aortic dissection.17

10. Patients with a life expectancy of less than 1 year.
11. Patients present with emergent situation, such as aor-

tic rupture.
12. Patients with contralateral carotid/vertebral artery 

stenosis.

Withdraw criteria
1. Patients voluntarily request to withdraw.
2. Investigators consider it necessary for subjects to with-

draw from a therapeutic standpoint.
3. Patients lost to follow- up.

Endovascular procedure and device design
General standard TEVAR procedure will be performed in 
enrolled patients. Self- developed ISF system will then be 
delivered to target region. After successful fenestration, 
branch stent will be released to achieve the goal of recon-
struction of supra- arch artery.

During the surgery, there are some measures to reduce 
the risk of neurological complications. First, patients 
with contralateral carotid/vertebral artery stenosis will 
be excluded. Cerebral oxygen saturation will be moni-
toring during the surgery. Sheath bypass or extracorpo-
real circulation will be performed if necessary. Second, 
the time of anchoring balloon dilation should be less 
than 1 min. If puncture fails, the balloon shall be released 
for 10–15 min. Frequency of puncture must be limited 
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in three times. Last, blood pressure of patients must be 
increased to ensure blood supply to brain.

When fenestration fails, some bailout procedures will 
be taken. Device defect and MAE will be reported in 
writing to ethics committee and department of clinical 
trial management. As for further treatment, chimney 
surgery is the first choice. Debranch and bypass surgery 
or best medical treatment are alternative therapies. If 
puncture led to vessel perforation, another stent- graft 
would be placed.

The puncture device of our ISF system (figure 1) 
includes a puncture needle, an expandable anchoring 
balloon, a catheter running through the proximal and 
distal ends of the balloon and a puncture needle that 
is retractable in the catheter. In the inflated state, the 
central region of the distal end of the balloon is recessed 
towards the proximal end to form a recessed region, and 
the distal end of the catheter is located in the recessed 
region. This device can improve puncture accuracy and 
success rate. Besides, the balloon can be delivered along 
the guide wire to expand the puncture port after with-
drawing the puncture needle and push rod. Because the 
distal end of the anchoring assembly presses against the 
punctured area, the possibility of the puncture needle 
puncturing the contralateral covering or the vessel wall 
is relevantly low.

Study procedure
The study will be conducted according to the following 
procedures (figure 2):
1. Patients diagnosed with AAPs.
2. Signing the ICF.
3. Subjects screening.
4. Subjects enrolled.
5. TEVAR treatment with ISF system.
6. Follow- up.

Data collection
We have already designed a standard case report form 
(CRF) to collect data from electronic medical record. It 
includes demographics and disease history, surgical infor-
mation, imaging features, laboratory and other test and 
medications, and outcomes. Data will be uploaded into 
electronic CRF (eCRF) by researchers.

Demographics, comorbidities and perioperative infor-
mation will be collected during hospitalisation. Imaging 
features will be analysed through CTA, and CTA will be 
performed before operation and at 30 days, 3 months, 6 
months and each year after operation. All the laboratory 
and other test will be done before operation. Besides, test 
of vital signs, blood routine, urine routine, and kidney 
and liver functions will be done again before discharge.

Data elements
In order to describe the clinical information and 
outcomes, our CRF obtains five parts.18 Details are as 
follows:
1. Demographics and comorbidities: age, gender, height, 

weight, tobacco habits, drink habits, family history, his-
tory and comorbidities (including hypertension, dia-
betes, dyslipidaemia, ischaemic stroke, coronary artery 
disease, chronic obstructive pulmonary disease, renal 
insufficiency, atrial fibrillation confirmed by ECG, 
Marfan syndrome and peripheral vascular disease).

2. Perioperative information: clinical diagnosis (aortic 
arch aneurysm or aortic dissection), duration of the 

Figure 1 The puncture device of the in situ fenestration 
system. (A) Details of the puncture needle and the 
expandable anchoring balloon. (B) Resting status of the 
puncture device. (C) Working status of the puncture device.

Figure 2 Schematic flow chart of the study. ISF, in situ 
fenestration; TEVAR, thoracic endovascular aortic repair.
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disease (acute, subacute and chronic), impending rup-
ture, pleural effusion, resistant hypertension, resistant 
pain, ischaemia (spinal cord, organs or lower limb), 
number, brand and size of stent- grafts, proximal land-
ing zone, endoleak during procedure, conversion to 
open surgery.

3. Imaging features: classification of dissection, classifi-
cation of aortic arch, location of primary tear in dis-
section cases, diameter of proximal landing zone and 
maximum aneurysm diameter, branch arteries involve-
ment.

4. Laboratory and other test: vital signs (heart rate, 
breathing, blood pressure and body temperature), 
ECG, echocardiography, blood routine (red cells, 
white cells, platelet and haemoglobin), urine rou-
tine (pH, white cells, red cells and protein), kidney 
and liver functions (creatinine, alanine transaminase 
and aspartate transaminase) and coagulation (acti-
vated partial thromboplastin time, international nor-
malised ratio, prothrombin time, fibrinogen and D- 
dimer).

5. Outcomes: postoperative imaging features and MAE 
(death, stroke, respiratory failure, renal failure, para-
plegia, intestinal ischaemia, cardiovascular and vascu-
lar complications) in 30 days, 12 months and 5 years.

Sample size and statistical analysis
The study selects the rate of technical success as the 
primary efficacy endpoint. Combined with the current 
experience of clinical experts, it is estimated that the 
success rate of ISF surgery is 83% (objective performance) 
and technical success rate of experimental ISF system is 
97% (target). 19 20 According to statistical requirements, 
we used 0.025 as α and 0.20 as β for a single- sided test. 
Sample size of 40 cases was thus obtained.

Besides, the rate of survival without MAE in 30 days is 
the primary safety endpoint. The objective performance 
is set to 88% and the target of the ISF system is set to 73%. 
As α=0.025 and β=0.2, sample size equals 59.

Both of the endpoints need to be achieved. Consid-
ering the shedding, the sample size is increased by 10%. 
At least 65 subjects are required for this study eventually.

After enrolment, all subjects will be divided into three 
data sets: full analysis set (FAS), per- protocol set (PPS) 
and safety set (SS). For demographic and baseline infor-
mation, quantitative data will be used to calculate the 
number of cases, mean, SD, median, minimum and 
maximum. Categorical data and ranked data will be used 
to calculate frequency and composition ratio.

For primary safety endpoint, we use SS analysis to calcu-
late the rate of survival without MAE in 30 days and its 
95% CIs, which is required to be no less than 73%. For 
efficacy endpoint, PPS and FAS analysis are conducted. 
The rate of instant technical success must be no less than 
83%. For secondary safety endpoint, we will calculate the 
rate of survival without MAE in 12 months and 5 years 
and list MAE cases. All the data will be analysed by SAS 
software (V.9.3 or above).

Data management
The trial uses EpiData for data management. A data 
management plan is written by data manager (DM). It 
will be the guiding document for the entire data manage-
ment process. All processes of data management should 
be operated in accordance with the time, content and 
method defined in the plan. The DM also designs the 
CRF. It defines study procedure, data form name and 
data items. Researchers will collect data of subjects in 
accordance with Good Clinical Practice and data manage-
ment plan requirements and record the data on eCRF 
accurately, timely, completely and standardly. After all 
the data are uploaded into the eCRF, main researchers, 
statistical analysts and DM will audit data and the data-
base. Then the data will be locked by DM and analysed 
by statistical analysts. Locked data cannot be edited but 
can be corrected in statistical analysis programme after 
confirmation. At the end of the trial, DM prepares a data 
management report based on the actual implementation 
of the project.

Patient and public involvement
Patients or the public will not be involved in the design, 
or conduct, or reporting, or dissemination plans of our 
research.

ETHICS AND DISSEMINATION
This study will be conducted in accordance with the provi-
sions of the Declaration of Helsinki. This study has been 
approved by the Ethics Committee of Zhongshan Hospital 
and individual consents will be signed by patients or their 
assignees at the time of recruitment. Any modifications to 
the protocol will agreed on by the vascular surgery team 
from Zhongshan Hospital, and audited and approved by 
ethics committee.

The data of participants will be stored in locked file 
cabinets and separate server. All the information of 
participants will be hidden and replaced by code number. 
The information will not be disclosed without the written 
permission of the participants.

All the data will be held by the lead team from Zhong-
shan Hospital and shared by five centres participating in 
the trial after negotiation.

We anticipate that this self- developed ISF system would 
reduce intraoperative blood loss and length of stay, 
resulting in favourable social and economic benefits. 
The results of our study would be used for comparisons 
with other supra- arch techniques and guidance for AAP 
treatment. Findings will be disseminated in peer- reviewed 
journals to provide reference for future clinical practice.
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