
1Magnusson P, et al. BMJ Open 2020;10:e037573. doi:10.1136/bmjopen-2020-037573

Open access 

Diagnostic yield of chest and thumb 
ECG after cryptogenic stroke, Transient 
ECG Assessment in Stroke Evaluation 
(TEASE): an observational trial

Peter Magnusson    ,1,2 Adam Lyren,1 Gustav Mattsson1

To cite: Magnusson P, Lyren A, 
Mattsson G.  Diagnostic yield 
of chest and thumb ECG 
after cryptogenic stroke, 
Transient ECG Assessment in 
Stroke Evaluation (TEASE): an 
observational trial. BMJ Open 
2020;10:e037573. doi:10.1136/
bmjopen-2020-037573

 ► Prepublication history for 
this paper is available online. 
To view these files, please visit 
the journal online (http:// dx. doi. 
org/ 10. 1136/ bmjopen- 2020- 
037573).

Received 21 February 2020
Revised 05 August 2020
Accepted 12 August 2020

1Centre for Research and 
Development, Uppsala 
University/Region Gävleborg, 
Uppsala Universitet, Uppsala, 
Sweden
2Institution of Medicine, 
Karolinska Institute, Stockholm, 
Sweden

Correspondence to
Dr Peter Magnusson;  
 peter. magnusson@ 
regiongavleborg. se

Original research

© Author(s) (or their 
employer(s)) 2020. Re- use 
permitted under CC BY- NC. No 
commercial re- use. See rights 
and permissions. Published by 
BMJ.

ABSTRACT
Objective In stroke survivors, atrial fibrillation (AF) is 
typically evaluated solely by short- term ECG monitoring in 
the stroke unit. Prolonged continuous ECG monitoring or 
insertable cardiac monitors require substantial resources. 
Chest and thumb ECG could provide an alternative 
means of AF detection, which in turn could allow prompt 
anticoagulation to prevent recurrent stroke. The objective 
of this study was to assess the yield of newly diagnosed 
AF during 28 days of chest and thumb ECG monitoring two 
times per day in cryptogenic stroke.
Methods This study, Transient ECG Assessment in 
Stroke Evaluation, included patients who had a stroke 
from Region Gävleborg, Sweden, between 2017 and 
2019. Patients with a recent ischaemic stroke without 
documented AF (or other reasons for anticoagulation) 
before or during ECG evaluation in the stroke unit were 
evaluated using the Coala Heart Monitor connected to a 
smartphone application for remote monitoring.
Results The prespecified number of 100 patients (mean 
age 67.6±10.8 years; 60% men) was analysed. In nine 
patients (9%, number needed to screen 11) AF but no 
other significant atrial arrhythmias (>30 s) was diagnosed. 
The mean CHA

2DS2- VASc score was similar among 
patients with AF and no AF (4.9±1.1 vs 4.3±1.3; p=0.224) 
and patients with AF were older (74.3±9.0 vs 66.9±10.8; 
p=0.049). Patients performed on average 90.1%±15.0% 
of scheduled transmissions.
Conclusion In evaluation of cryptogenic stroke, 9% of 
patients had AF detected using chest and thumb ECG two 
times per day during 1 month. In many stroke survivors, 
this is a feasible approach and they will be potentially 
protected from recurrent stroke by anticoagulation 
treatment.
Trial registration number NCT03301662.

INTRODUCTION
Stroke is a leading cause of death, disability 
and morbidity including dementia.1 The 
global burden of stroke remains a challenge 
due to ageing populations and the growing 
prevalence of risk factors, such as conges-
tive heart failure, hypertension, diabetes, 
vascular disease and the interplay with atrial 
fibrillation (AF).2 3 AF is a complex condi-
tion known to cause stroke and systemic 

embolisation, but these devastating events 
can be prevented by anticoagulant therapy.4 
A non- vitamin K antagonist oral anticoagu-
lant (NOAC) is the preferred choice because 
of superior efficacy, lower risk of bleeding 
and fewer interactions.5 A meta- analysis of 
the pivotal NOAC trials showed a 19% reduc-
tion of stroke/systemic embolism and a 10% 
lower mortality compared with warfarin.5 If 
AF is not diagnosed, then antiplatelet medi-
cation is the current practice following a 
stroke.6 7 According to the European Society 
of Cardiology (ESC), antiplatelet mono-
therapy should not be considered in the pres-
ence of AF, regardless of the stroke risk.6 7 
At least 20%–30% of patients with ischaemic 
stroke have a documented episode of AF 
before, during or after the stroke, but in a 
quarter of patients, the stroke is cryptogenic, 
meaning that no attributable cause can be 
discerned.8–10

The strategies for AF detection after stroke 
include monitoring using continuous ECG 
in the hospital ward, repeated ECGs, Holter 
monitoring, external event or loop recorders, 
long- term monitoring using patches and 
handheld devices. Insertable cardiac moni-
tors in cryptogenic stroke yield an AF diag-
nosis in 8.9% at 6 months and 12.4% at 12 
months, but this invasive strategy has not 
been endorsed in routine care; it requires 

Strengths and limitations of this study

 ► Prospective study design.
 ► Evaluation of atrial fibrillation using a combined 
chest and thumb ECG after stroke.

 ► Pragmatic approach to evaluation of cryptogenic 
stroke that increases generalisability.

 ► Use of the Coala Life Monitor which is connected to 
a web- based portal.

 ► Limited sample size based on stroke units at two 
centres.
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considerable resources and implies high upfront costs, 
even though it seems to be cost- effective.11 12 Episodes 
of AF may be silent, thus not recognised or reported 
by the patient, but are nevertheless associated with the 
same risk of embolisation.13–15 In patients with either 
dual- chamber pacemakers or implantable defibrillators 
and with no documented history of AF, atrial high rate 
episodes are associated with an increased risk of stroke, 
although the temporal aspects suggest complex causative 
pathways.16 17 The cut- off duration for increased risk 
among patients with implantable devices is controver-
sial, but episode duration of more than 1 hour doubles 
the risk for ischaemic stroke.18–20 The current position 
of the ESC clearly advocates a low threshold for NOAC 
in patients with multiple risk factors and especially in 
secondary prevention of stroke.21 A handheld ECG 
device typically monitors for 30 s to meet the definition 
of AF, but captured episodes often reflect longer and 
repeated episodes and have become a widely accepted 
indication to initiate NOAC in newly detected AF.6 7 
Given the fact that prior stroke or transient ischaemic 
attack (TIA) is the most powerful risk factor for recur-
rent stroke because it confers a 10% per year risk, there 
is clearly an urgent need for accurate detection of AF 
and prompt therapeutic intervention to prevent recur-
rent stroke.22

Sequentially stratified ECG monitoring detected AF in 
24% of patients who had a stroke.8 The diagnostic yield 
was 11.5% in a pooled analysis, but this yield varies with 
such factors as timing, length of registration and the 
monitoring tool.23 Thus, while ECG monitoring over an 
extended period of time is crucial for stroke survivors, 
post- discharge Holter monitoring or patches are imprac-
tical, ECG data storage is limited, and data interpretation 
requires considerable resources.

A large multicentre study of patients who had a stroke 
on Holter monitoring reported new diagnoses of AF in 
2.6% of patients at 24 hours and 4.3% at 72 hours.10 In 
another study, AF was detected in 8.3% of patients who 
had a stroke monitored by continuous ECG for a median 
of 89 hours in the stroke unit; prolonged monitoring 
was superior to 24 hours monitoring in detecting AF.24 
Since ECG monitoring over an extended period of time 
is important for stroke survivors, the thumb ECG offers 
advantages: a two times per day monitoring schedule is 
convenient for patients, who can also use the device to 
capture symptomatic episodes.

The chest and thumb ECG Coala Heart Monitor (Coala 
Life AB, Stockholm, Sweden) uses a smartphone appli-
cation for remote monitoring through a web- based plat-
form. The system offers validated algorithms and the 
additional chest ECG, which allows for differentiation 
between arrhythmias.25 However, diagnostic yield and 
feasibility of this system in patients who recently suffered 
a stroke need to be evaluated.

The objective of this prospective study was to assess the 
yield of newly diagnosed AF during 28 days of chest and 
thumb ECG for 30 s in cryptogenic stroke.

METHODS
Setting and selection
Patients with a clinically confirmed diagnosis of ischaemic 
stroke were recruited from the catchment area of Region 
Gävleborg, Sweden and its two stroke units in Gävle and 
Hudiksvall, respectively. Eligible patients were identified 
from weekly checks of the medical records.

Inclusion and exclusion
Patients, aged ≥18 years, with a diagnosis of ischaemic 
cryptogenic stroke were eligible for the study. Crypto-
genic stroke is defined as cerebral ischaemia of unknown 
aetiology, that is, not attributable to a source of cardiac 
embolism, large artery atherosclerosis or small artery 
disease despite a standard vascular, cardiac and serologic 
evaluation.24 The exclusion criteria were as follows: previ-
ously known atrial tachycardia with an indication for anti-
coagulation; an implantable cardioverter defibrillator, 
pacemaker or insertable cardiac monitor; pregnancy; 
indication for anticoagulation (including low- molecular 
weight heparin) due to atrial tachycardia, mechanical 
heart valve, deep vein thrombosis or pulmonary embo-
lism. Thus, if outcome is reached the patient should be 
a candidate for anticoagulation therapy. Patients with a 
life expectancy ≤6 months or severe cognitive impairment 
were excluded. Patients with a TIA were not included, 
because this diagnosis is often uncertain when being 
based solely on patients’ history.26 While the more recent 
tissue- based definition of TIA using magnetic resonance 
diffusion weighted imaging improves the diagnostic accu-
racy, this is not always done in routine clinical practice.27

Stroke evaluation
Patients were evaluated with a carefully taken patients’ 
history, physical examination, routine laboratory tests and 
standard evaluation using 12- lead ECG, 24- hour Holter, 
carotid Doppler ultrasonography and/or CT angiog-
raphy, CT, and, when applicable, MRI, echocardiography 
or transesophageal echocardiography, as well as extended 
coagulation tests.

Outcome measurements
AF or atrial flutter with a duration of at least 30 s. The date 
and time of each episode were recorded.

Study endpoint
The endpoint was 28- day cumulative incidence of AF or 
atrial flutter.

Chest and thumb ECG
Patients were asked to use the chest and thumb ECG 
monitor device two times per day, once between the 
hours of 06:00 and 10:00 and again between 18:00 and 
22:00. The monitoring was planned to start within a few 
days after the diagnosis of stroke had been confirmed and 
standard evaluation was complete.

If the patients felt palpitations or other symptoms 
suggestive of arrhythmia, for example, sudden onset of 
tiredness, dyspnoea, syncope, they were asked to record 
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the episode with the smartphone application. Each 
patient was monitored for 4 consecutive weeks (28 days).

Each recording was stored in a web- based application 
accessible to the investigators. The investigators checked 
all recordings daily. In the case of an arrhythmia that 
would imply outcome, a second investigator, an expe-
rienced cardiologist within the field of arrhythmia, 
interpreted the recording. If the outcome was reached, 
anticoagulation was promptly started.

Statistics
Descriptive data are reported as frequencies, percentages, 
means, IQRs and percentiles. Continuous variables are 
summarised as means, SD and percentiles, and t- tests were 
used for group comparisons, while Χ2 test was used for 
categorical variables. Statistical significance was defined 
as a two- sided p value of <0.05. The data were stored in 
Excel V.2010 (Microsoft Corporation, Redmond, Wash-
ington, USA) and imported into SPSS V.25 for analyses.

Ethics and dissemination
The study protocol was registered at clinical trial regis-
tration and published.28 Each patient was informed by a 
study physician and included after written consent.

Patient and public involvement
Patients were not involved in the design, or conduct, or 
reporting, or dissemination plan of our research.

RESULTS
As per protocol, 100 patients with a history of ischaemic 
stroke were evaluated (out of 111 who consented to 
participate) between October 2017 and October 2019. 
The median time from index stroke to inclusion was 7 
days (IQR 4–13 days). The mean age at inclusion was 
67.6±10.8 years. The ages ranged from 27 to 86 years 
and 25th, 50th and 75th percentiles were 61.8, 69.0, 
74.9 years, respectively. The majority were men (60.0%) 
and the mean age was similar between men and women 
(66.7±9.7 vs 68.9±12.3 years; p=0.323).

The mean total CHA2DS2- VASc score was 4.4±1.9 points. 
Because stroke implies 2 points per se, all patients had a 
score of at least 2. No patients had 8 or 9 points and the 
scores were normally distributed within the cohort.

Outcome
In total, the 28 days of scheduled chest and thumb ECG 
yielded 9% (n=9) AF among the participants. An example 
of AF is shown in figure 1 (as a comparison sinus rhythm 
is shown in figure 2). No atrial flutter or ectopic atrial 

tachycardia was diagnosed. The first episode of AF was 
diagnosed at a mean of 12.7±7.8 days (range day 1–23). 
The characteristics of the cohort at baseline and with 
regard to outcome is summarised in table 1. The nine 
AF episodes were characterised by a mean frequency 
of 115±31 (range 72–166) beats per min. The mean 
CHA2DS2- VASc score was similar among patients with AF 
and no AF (4.9±1.1 vs 4.3±1.3; p=0.224) and patients with 
AF were older (74.3±9.0 vs 66.9±10.8; p=0.049).

Out of nine patients with detected atrial fibrillation, 
one patient had come into contact with healthcare due to 
the episode, he reported that he experienced symptoms 
in the form of palpitations and dizziness the night before 
AF was detected. He had experienced similar symp-
toms previously but this time after seeing that the auto-
mated report of the scheduled ECG in the morning was 
abnormal, he went to the emergency department and was 
admitted due to rapid AF. Out of the other eight patients 
with detected AF, one reported feeling palpitations, one 
reported feeling stressed as well as dizzy and six reported 
feeling well with no symptoms in conjunction with the 
episode.

There was no adverse event related to the use of the 
ECG device. No patient died during the monitoring 
period.

Adherence to protocol
Among the 111 participants who consented to participate, 
11 dropped out because of cognitive or physical impair-
ment that made them unable to handle the technology or 
they did not wish to participate. Among the 100 partici-
pants who completed the study, a total of 5249 ECG trans-
missions were collected during the 28- day period. Patients 
performed on average 90.1%±15.0% (25th, 50th and 
75th percentiles were 87.5%, 96.4% and 98.2%, respec-
tively) of scheduled transmissions. The vast majority of 
patients (n=86) performed extra transmissions (mean 
0.21±0.29/day). The total number of extra transmission 
per patient was 4.8±5.2 (range 0–24). If an episode of 

Figure 1 Example of an ECG transmission from a Coala Heart Monitor for an episode of atrial fibrillation.

Figure 2 Example of an ECG transmission from a Coala 
Heart Monitor showing normal sinus rhythm.
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AF was detected, the study outcome was reached and the 
patient’s participation in the study was completed.

DISCUSSION
Prolonged monitoring using the Coala Heart Monitor 
detected AF in 9% of patients with cryptogenic stroke, 
all of whom received NOAC to prevent recurrent stroke. 
Because we targeted solely patients who were candidates 
for a change in medication regimen in the presence of 
AF, this led to a potential benefit in the clinical manage-
ment of these individual patients. The number needed 
to screen based on the yield in our study is 11. The esti-
mated risk of ischaemic stroke in patients with AF without 
anticoagulation with CHA2DS2- VASc score 4 is 4.8 per 100 
years (6.7 if the composite stroke/TIA/systemic embo-
lism is applied).29 Given the fact that prior stroke/TIA 
is the most powerful risk factor and confers a 10% per 
year stroke risk, the urgent need for rapid identification 
of AF and subsequent treatment after the first stroke is 
underscored.22

Our findings have implications for clinical practice 
and widespread applicability for secondary prevention 
of stroke. The common practice to rely on 24–48 hours 

of monitoring as part of stroke evaluation is insufficient 
and should be regarded as an initial screen. Improving 
the detection of AF will be increasingly important in an 
ageing population with a considerable burden of other 
cardiovascular risk factors. Indeed, the worldwide cardio-
vascular burden demands a targeted approach to AF and 
its consequences.30

Compared to a study using ECG chest belt
The largest prospective study of event- triggered record-
ings of patients (mean age 72.5 years) with a history of 
cryptogenic stroke used a dry- electrode, non- adhesive, 
belt around the chest for 30 days to enable better compli-
ance than skin- contact electrodes; 82% wore it at least 21 
days.31 The AF yield was 12.9 percentage points absolute 
difference compared with 1 day of Holter ECG moni-
toring (16.1% vs 3.2%).

Compared with our study, these patients were slightly 
older, such a belt might be better suited to patients who 
are unable to handle a smartphone- based system. Never-
theless, compliance among our patients was better; those 
who mastered the smartphone- based device are more 
likely to comply with the protocol because it is more conve-
nient than wearing a belt. This effect is likely to become 

Table 1 Characteristics of 100 patients at baseline

All (%) No atrial fibrillation (%) Atrial fibrillation (%)

Patients 100 (100) 91 (91) 9 (9)

Mean age (years) 67.6±10.8 66.9±10.8 74.3±9.0

Median time from index stroke to inclusion (days) 7.0 (IQR 4.0–12.8) 7.0 (IQR 4.0–13.0) 6.0 (IQR 3.0–8.0)

Congestive heart failure 1 (1) 1 (1.1) 0 (0)

Hypertension 78 (78.0) 71 (78.0) 7 (77.8)

Age ≥75 years 24 (24.0) 20 (22.0) 4 (44.4)

Diabetes mellitus 19 (19.0) 18 (19.8) 1 (11.1)

Stroke 100 (100.0) 91 (100.0) 9 (100.0)

Vascular disease 17 (17.0) 16 (17.6) 1 (11.1)

Age 65–74 years 37 (37.0) 34 (37.4) 3 (33.3)

Sex category (female) 40 (40.0) 34 (37.4) 6 (66.7)

CHA2DS2- VASc score

  Mean total score 4.4±1.9 4.3±1.3 4.9±1.1

  0 point 0 (0.0) 0 (0.0) 0 (0.0)

  1 point 0 (0.0) 0 (0.0) 0 (0.0)

  2 points 6 (6.0) 6 (6.6) 0 (0.0)

  3 points 22 (22.0) 22 (24.2) 0 (0.0)

  4 points 24 (24.0) 20 (22.0) 4 (44.4)

  5 points 28 (28.0 25 (27.5) 3 (33.3)

  6 points 15 (15.0) 14 (15.4) 1 (11.1)

  7 points 5 (5.0) 4 (4.4) 1 (11.1)

  8 points 0 (0.0) 0 (0.0) 0 (0.0)

  9 points 0 (0.0) 0 (0.0) 0 (0.0)

Data presented as frequencies (percentage in parenthesis).
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more pronounced over time. Our study has overcome 
two of the major limitations of this earlier study. First, the 
mean time from the index event of stroke to participation 
in our study was 11.6±13.7 days, compared with 75.1±38.6 
days in the belt study. This late start of monitoring implies 
that patients were not monitored during the vulnerable 
initial period after stroke, which may delay the initia-
tion of protective treatment. Indeed, most AF episodes 
occur around the time of the index event. However, 
studies using implantable devices show that the cumula-
tive incidence of AF continues to increase after the first 
month.11 19 Second, as the authors suggested, including 
patients with TIA might dilute the cohort with low- risk 
patients if TIA was not the correct diagnosis. This, in turn, 
could affect outcome.25

Comparison of chest ECG
In a Danish cohort of 95 patients with stroke/TIA, using 
the Zenicor handheld device two times per day for 30 days 
yielded 20 patients with AF but concurrent Holter moni-
toring detected 11 of these episodes during the first day.32 
Thus, in 10 out of 95 patients, the thumb ECG detected 
AF that was not diagnosed by Holter. The median time 
from index event to AF diagnosis was 4 days. The mean 
age was 79 years, considerably higher than in our study, 
which may have compensated for the inclusion of TIA to 
result in similar yield as in our study. The finding that 
13% of tracings were not usable because poor quality may 
reflect the older age of the study population, but also 
stresses the importance of thorough patient education 
at the time of inclusion and support during follow- up, 
if needed. Of all eligible patients, 22% could not be 
included because of cognitive and physical impairment. 
We share the experience that not all patients are suitable 
for using a thumb- ECG in this type of evaluation.

In another post stroke/TIA study (n=249) using thumb 
ECG two times per day for 30 days, the yield was 6.8% 
and 11.8% in patients aged 75 years and older.33 The age 
distribution of AF is in line with epidemiological data and 
previous findings. It should be noted that recording capa-
bilities of the devices at that time caused the definition of 
AF to be limited to episodes of 10 s, which is shorter than 
the generally accepted definition of AF episodes of 30 s, 
endorsed by current guidelines.7 Moreover, patients with 
a suspected TIA were included, in contrast to our study. 
Interestingly, 94% of all detected AF episodes occurred 
during the first 20 days.

In a single- centre retrospective analysis, 13 out of 114 
patients (11.4%) with stroke/TIA had AF detected by a 
Zenicor ECG during a 21- day follow- up with recordings 
scheduled two times per day.34 Episodes of less than 30 s 
were not considered as AF. Notably, the mean age of the 
patients was 70.3 years and 27.2% had a diagnosis of 
TIA. This study adds data about yield and feasibility in 
real- world care, outside of a clinical trial. As in our study, 
patients in this single- centre study received their hand-
held ECG system soon after stroke, in this case a mean of 
4.1 days from the stroke.

Limitations
Although the overall benefit of anticoagulation in patients 
with AF based on current risk assessment is unequivocal, 
the cause of stroke in an individual case is often hard to 
prove. We used a pragmatic approach based on current 
practice, even though a more detailed classification, based 
on imaging, of cryptogenic stroke has been suggested.27 
The mechanisms of ischaemic stroke may be multifacto-
rial. AF, especially recurrent and extended episodes, may 
cause remodelling of the atrial anatomy and structural 
changes. Even if AF is detected, consideration of other 
causes should not necessarily be ruled out. Therefore, an 
overall assessment of risk factors and treatment options 
is warranted in conjunction with a team- based approach, 
which is crucial to improve stroke management.

The incidence of AF in this trial is likely underesti-
mated. The largest and most severe strokes often occur 
in the elderly, who are likely to be under- represented in 
clinical trials. However, the target population for this trial 
had to be able to handle the equipment and be followed 
by remote system in a outpatient setting after discharge. 
Patients with milder, less disabling stroke constitute an 
ideal group for prevention of recurrent stroke and death. 
In patients not eligible for thumb ECG, a device with 
adhesive electrodes would be an alternative.35 Although 
a thumb ECG is an attractive method of non- invasive AF 
detection, there remain some controversies with regard 
to anticoagulation for short- term AF. The duration of an 
AF episode captured by snapshot is unknown, but it is 
assumed to represent longer or multiple episodes. The 
potential benefits of anticoagulation therapy for short- 
term AF would be challenging to study, because it would 
require long- term follow- up, demands a large sample 
size, a randomised controlled design and raises ethical 
concerns about withholding anticoagulation from stroke 
survivors.

Future perspectives
Guidelines already allow for prolonged monitoring of 
these patients: ‘In patients who had a stroke, additional 
ECG monitoring by long- term non- invasive or implanted 
loop recorders should be considered to document silent 
AF’ (class IIa recommendation, level of evidence B).7 
Despite the landmark trial,11 current practice remains 
unchanged in that invasive monitoring is rarely used for 
AF detection in patients who had a stroke. The benefit 
of the thumb ECG in secondary stroke prevention has 
been demonstrated by our study, in addition to previous 
efforts in this setting. Yet, cost effectiveness in this setting 
from both healthcare and societal viewpoint remains to 
be elucidated.

Furthermore, a large- scale, multicentre, international, 
prospective observational trial is welcome in order to 
confirm diagnostic yield, and would allow for subgroup 
analyses and assessment of predictors for increased prob-
ability of AF. Artificial intelligence is tempting to consider 
in order to personalise evaluations, based on the presence 
of well- known markers of AF such as extrasystoles, clinical 
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risk factors and possibly laboratory markers. Moreover, 
the feasibility of different devices and the length of eval-
uation time need to be further refined and adapted to 
possible subgroups of patients who had a stroke. In addi-
tion to advances in technology, the availability of devices 
as an integral part of stroke assessment needs to be 
increased.

CONCLUSION
In patients with cryptogenic stroke, 9% have AF detected 
using chest and thumb ECG two times per day over 
a period of 4 weeks. In many stroke survivors this is a 
feasible approach, which can potentially protect them 
from recurrent stroke by allowing for prompt initiation 
of NOAC treatment.
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