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ABSTRACT
Objectives Globally, half of all stillbirths occur during 
birth. Detection of fetal distress with fetal heart rate 
monitoring (FHRM), followed by appropriate and timely 
management, might reduce fresh stillbirths and neonatal 
morbidity. This study aimed to investigate the barriers and 
facilitators for the implementation of Moyo FHRM use in 
Bihar state, and secondarily, the feasibility of collecting 
reliable obstetrical and neonatal outcome data to assess 
the effect of implementation.
Setting CARE Bihar and the hospital management at four 
district hospitals (DHs) in Bihar state, each with 6500 to 15 
000 deliveries a year, agreed to testing the implementation 
of Moyo FHRM through a process of meetings, training 
sessions and collecting data. At each hospital, a clinical 
training expert was trained to train others, while a clinical 
assessment facilitator collected data.
Methodology Observational notes were taken at all 
training sessions and meetings. Individual interviews 
(n=4) were conducted with clinical training experts (CTEs) 
on training experiences and barriers and facilitators for 
Moyo FHRM implementation. The CTEs recoded field 
notes in diaries. Descriptive analyses performed on pre- 
implementation and post- implementation data (n=521) 
assessed quality and completeness.
Results Main barriers to implementation of Moyo FHRM 
were health system and cultural challenges involving (1) 
existing practices, (2) insufficient human resources, (3) 
action delays and (4) cultural and local challenges. Another 
barrier was insufficient involvement of doctors. Facilitators 
for implementation were easy use of the Moyo FHRM 
device and adequate training for staff.
Electronic collection of obstetrical data worked well but 
had substantial missing data.
Conclusion Health system and cultural challenges 
are a major constraint to Moyo FHRM implementation 
in low- resource settings. Improvements at all levels of 
infrastructure, practices and skills will be critical in busy 
DHs in Bihar. Full- scale implementation needs doctor- led 
leadership and ownership. Obstetrical data collection for 
the purpose of scientific analysis needs to be improved.

BACKGROUND
Each year, globally, 2.7 million babies die 
during the first 28 days of life, 2.6 million are 
stillborn and 1 million of surviving infants 
develop neurocognitive problems due to 

birth asphyxia.1–3 To reduce the number of 
fresh stillbirths, neonatal deaths and infant 
disability, it is necessary to improve the quality 
of care by appropriate use of effective clinical 
and non- clinical interventions, strengthening 
of health infrastructure and development of 
optimum skills and a positive attitude among 
health providers.4 5 Adequate fetal heart rate 
monitoring (FHRM) during labour is an 
intervention that has reduced intrapartum 
asphyxia in high- income countries,6 7 but 
little is known about monitoring practices 
in low- resource settings. WHO and Interna-
tional Federation of Gynecology and Obstet-
rics (FIGO) guidelines recommend FHRM 
during labour every 15 to 30 min during first 
stage, every 5 min during second stage, moni-
tored on a periodic basis depending on the 
low- risk or high- risk pregnancy.6 7 If the fetal 
heartrate (FHR) is abnormal, it indicates 
fetal distress and procedures for emergency 
obstetrical care.6 7 FHRM requires adequate 
staff, resources, skills and equipment in the 

Strengths and limitations of this study

 ► To our knowledge, this is the first study to explore 
the implementation of Moyo fetal heart rate monitor 
in India.

 ► Qualitative and quantitative design were used, which 
provides a more complete picture of the implemen-
tation process in a complex environment.

 ► The study also considered social norms through 
early engagement with local staff in the district hos-
pitals and using the existing health infrastructure 
as well as considering cultural and environmental 
influences.

 ► Quantitative data was collected only during daytime 
and may not give the whole picture of the situation. 
The quantitative data had substantial missing data.

 ► Since the number of quantitative data participants 
and the use of the Moyo devices was low, the study 
does not allow for reliable interpretation of the pre- 
implementation and post- implementation data due 
to insufficient power.
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obstetric facility. Detected fetal distress on the other hand 
must trigger appropriate and timely obstetrical responses 
like (1) discontinuation of oxytocin,8 (2) putting the 
mother in left lateral position, (3) consider giving 
oxygen, (4) ensure the mother is well- hydrated and give 
intravenous fluids if necessary or (5) plan for immediate 
delivery, often by caesarean section (CS).9

In high- income countries, FHRM during labour is most 
commonly accomplished using fetal cardiotocography 
(CTG), which registers contractions and fetal heart rate 
simultaneously.6 However, there are disadvantages related 
to CTG use in low- and middle- income countries: (1) it 
is expensive, (2) the interpretation of the output/results 
requires advanced skills and knowledge while poor ability 
to interpret monitoring output may result in unnecessary 
caesarean deliveries9 and (3) the device requires main-
tenance, in particular when exposed to fine dust. An 
alternative to electronic fetal monitoring using CTG has 
been intermittent auscultation using a Pinard or hand-
held Doppler. Recently, Laerdal Global Health developed 
the Moyo FHRM, a low cost, simple- to- use and robust but 
small digital tool as an alternative to handheld Doppler 
in a low- cost setting.10 Moyo FHRM has several benefits 
compared with Doppler. First, the possibility for contin-
uous FHRM and a 30- min histogram display button, 
which is important because the number of cases diag-
nosed with fetal distress is directly proportional to the 
intensity of intrapartum monitoring.9 11 Second, Moyo 
allows comparison of maternal and fetal heart rates. 
Third, Moyo has audio- visual alarms if abnormal FHR is 
detected, following the FIGO guidelines.6 10 Finally, Moyo 
has the ability to record the entire monitoring sessions 
in its memory card for debriefing afterwards.10 In a study 
conducted in Tanzania these improvements led to more 
frequent and timely obstetrical responses.12

The Ministry of Health (MOH) in India published 
new guidelines in 2018 to standardise and strengthen 
care quality and quantity in the labour rooms (LR) and 
operation theatres (OT) particularly of district hospitals 
(DH).13 FHRM during labour is a part of the new recom-
mendations.13 In India, the challenges in public hospi-
tals are complex, including deficient infrastructure and 
inadequate staffing,14 absenteeism among health service 
providers,15 lack of equipment, inexpedient distribution 
of hospital beds, inequality of services, unmanageable 
patient load, rural–urban dichotomy in health services, 
high out- of- pocket expenditure and low accountability.14

Since the highly populated state of Bihar was one 
of the areas in India with the highest infant mortality 
rate in 2005,16 17 the government of Bihar asked CARE 
India’s support to address the health challenges in the 
state. CARE India launched a multilevel intervention 
programme ‘Bihar Technical Support Program (BTSP)’ 
in 2011.18 Our study is one of the facility level inter-
ventions piloted in the DHs where CARE has run their 
programme.

The main objective of this paper was to investigate the 
barriers and facilitators for the implementation of Moyo 

FHRM use in DHs in Bihar, and secondarily, the feasibility 
of collecting reliable obstetrical and neonatal outcome 
data to assess the effect of implementing the Moyo FHRM.

METHODOLOGY
Study design
A combination of quantitative and qualitative methods 
was chosen for the study.19 This included individual inter-
views, observational notes of all meetings and training 
sessions, a test of skills and knowledge of the clinical 
training experts (CTEs), diaries kept by the CTEs and 
quantitative data collection (figure 1). We used an explor-
ative qualitative design to address implementation bottle-
necks, identify optimal approaches for the particular 
setting of DHs in Bihar state. We included a quantitative 
data collection of obstetrical and neonatal outcomes in 
order to assess if high quality data can be collected to 
scientifically assess the effect of a full- scale implementa-
tion in the future.

Study setting
The reproductive health related health indicators show 
poorer outcomes in Bihar compared with those from 
India as a whole16 17 20 (table 1).

The BTSP facility level interventions in DHs included 
training in: (1) conducting safe deliveries, (2) routine 
and essential newborn care practices including Helping 
Babies Breathe (HBB) programme21 and (3) complica-
tion management.18 Instrumental delivery training for 
doctors was conducted in 2016–2017. The infant mortality 
rate significantly decreased from 61 per 1000 live births in 
2005 to 38 per 1000 live births in 2018.18 Our study was 
carried out in; Bhojpur, Katihar, Siwan and Purba Cham-
paran. Three of the DHs had existing guidelines recom-
mending FHRM every 30 min during labour. All the DHs 
had two Doppler monitors available, none of them had 
CTGs or Pinards in use. The DHs are called A, B, C and D 
for purposes of anonymity and confidentiality. The DHs’ 
labour characteristics and obstetric departments’ staff are 
presented in the table 2.

Programme design for the Moyo FHRM implementation 
process
The research team contacted CARE Bihar, who in 
turn suggested four DHs and on the agreement of the 
managers of these hospitals established the management 
team. The implementation plan and the data collec-
tion tool were discussed and finalised by the manage-
ment team. The adaption of the existing method of data 
collection included the introduction of 10 new variables. 
Four CTEs working in the districts before the study, were 
chosen to coordinate the implementation process in 
their own DHs and train the staff. The CTEs were trained 
by the first author in May 2018 (figure 1). The focus of 
the training was; how to use Moyo FHRM and facilitate 
and conduct training sessions in Hindi for the local staff. 
Laerdal Global Health’s training material10 was used and 
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hands- on training conducted in the DH. The four CTEs 
completed an individual knowledge test at the end of the 
training, assessing their capacity to pass on the new knowl-
edge. The test, constructed by the first author included 
questions from Laerdal Global Health’s training cards.

Once the CTEs had trained most of the staff, Moyo 
FHRM was taken in use in all the DHs in November 
2018. CTEs provided monthly additional supervision. 
The first author had regular contact with the CTEs to 

resolve any challenges in the field as soon as possible. 
In total 84 labour room staff nurses/auxiliary nurse 
midwives (ANMs) in four DHs were trained to use Moyo 
FHRM during 2 days of training sessions and 68% (n=57) 
participated in refreshment sessions. The age range of 
staff was 23 to 55 years and the median years of experi-
ence in labour care was 6 years. In total 15 doctors from 
the four DHs were able to participate in a 1 to 2 hours 
training.

Figure 1 Flow chart of the implementation and data collection process. *Training (Hindi) included theoretical and practical part. 
Laerdal Global Health had produced the training materials (flip chart, question cards, role games). Implementation process. 

 Data collection. FHRM,fetal heart rate monitors.
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Participants and data collection
Data collection started in May 2018 with observational 
notes of all meetings and training sessions with the 
CTEs by the researcher (first author). All involved were 
informed, and consented to the data collection. After 
training of the staff by CTEs and implementation of Moyo 
FHRM in the DHs, the four CTEs were interviewed indi-
vidually using an interview guide (online supplemental 
file 1: Interview guide and diary instructions). The four 
CTEs purposely selected, based on their competence 

as senior nurse–midwives with extensive clinical and 
teaching experience. Each of them had been coordi-
nating facility- level interventions in the districts from 
2012. The interview guide was developed to gain informa-
tion on (1) the challenges experienced by the CTEs, (2) 
observations they had made about the staff’s knowledge, 
attitude and perception of the of the Moyo device use 
and (3) completion of the training. The interviews lasted 
approximately 1 hour each, were conducted in English 
and audio- recorded.

Table 1 Reproductive health indicators in India and Bihar 2015–2016

India Bihar state

Total population in 2016 1 309 000 000 103 804 637

Literacy rate* 74.4% 61.8%

Age of mother at first birth 19.9 17.5

Total fertility rate 2.4 3.4

Skilled attendant at birth† 81.4% 70%

Institutional delivery 78.9% 63.8%

Population caesarean section 17.2% 6.2%

Institutional caesarean section‡ 21.8% 9.7%

Stillbirth rate 23/1000 births 54/1000 births

Neonatal mortality rate (first 28 days) 26.4/1000 live births 26 to 30/1000 live births

Maternal mortality rate 174/100 000 live births –

*Year 2011.
†A skilled birth attendant is an accredited health professional—such as a midwife, doctor or nurse.
‡Include district hospitals, referral hospitals and private hospitals.

Table 2 Labour characteristics and obstetric departments’ staffing in the four DHs year 2017 (12 months prior to the Moyo 
FHRM implementation)

Perinatal health variables Hospital A Hospital B Hospital C Hospital D

Deliveries/year 6500 15 000 8078 11 045

Stillbirths/year n (%) 130 (2%) 400 (2.7%) 153 (1.9%) 210 (1.9%)

Fresh stillbirths/year n (%) – – 130 (1.6%) 74 (0.7%)

Caesarean section/year n (%)
Operative vaginal rate

114 (1.8%)
0

1180 (7.9%)
0

782 (9.7%)
0

782 (9.68%)
0

Newborn stimulation* 232 (3.6%) 284 (1.9%) 558 (6.9%) 1137 (10.3%)

Premature, <37 gestational week† 34 (0.5%) 170 (1.1%) 180 (2.2%) –

Human resources

Staff nurse/ANM per shift‡ 5 3 4 4

RN/RM night shift 3 3 3 2

Doctors on call daytime 2 1 2 1

Doctors on call night- time 1 1 1 1

Hospital capacity

Number of maternity beds§ 35 27 30 30

Data: Information provided by the CTEs.
*Using Helping Babies Breathe (HBB) actions.21

†Prematurity definition is challenging because of the low number of antenatal visits and error estimates happen easily.
‡Auxiliary nurse midwife: Village- level female health worker who is the first contact person between the community and the health services.
§In total including labour room, antenatal, postoperative and postnatal wards.
CTEs, clinical training experts; DHs, district hospitals; FHRM, fetal heart rate monitor; RM, registered midwife; RN, registered nurse.
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The observations and field notes by the CTEs during the 
process were recorded in a diary. CTEs were instructed to 
actively ask nurses and doctors about their experiences 
with, and opinions about the Moyo FHRM compared with 
Doppler, as well as their thoughts about the implementa-
tion process. The researcher went through all the field 
notes with the CTEs to identify challenges, implemen-
tation bottlenecks, attitudes, experiences and opinions 
about the new device compared with Doppler.

Quantitative pre- implementation and post- 
implementation data collection, by the clinical assess-
ment facilitators (CAFs), trained by CARE Bihar, took 
place from July to September 2018 and November 2018 
to January 2019 (figure 1). CAFs had experience in 
reproductive health data collection using the electronic 
data collection tool used during the study. They were 
only available for data collection during the daytime on 
weekdays and for 1 week a month at each DH. Inclusion 
criteria were mothers in active labour (from 4 cm cervix 
dilation) and at term as defined by local staff. All the 
participants were classified as falling into either low- risk 
or high- risk pregnancy category. High- risk pregnancies 
included: eclampsia, induced birth, infection, diabetes, 
anaemia, fetal distress, meconium- stained amniotic 
fluid, low liquor, breech birth, small for date, immunisa-
tion, use of oxytocin, mother with fever and protracted 
labour. Exclusion criteria were: <37 weeks gestation, 
multiple pregnancy, intrauterine death, admission late 
in second stage of labour (too late for interventions to 
be used) and emergency situations requiring immediate 
action, for example, antepartum haemorrhage. Key 
outcome measures were (1) Moyo FHRM use in labour, 
(2) normal/abnormal FHR, (3) newborns cry immedi-
ately after birth and (4) need for newborn stimulation 
(HBB programme) or transfer. Time from detection of 
abnormal FHR to delivery, number of alarms and obstet-
rical interventions (oxytocin use, change of position, use 
of intravenous fluids and oxygen use) were recorded.

Data analysis
Qualitative data analysis was guided by the principles of 
conventional content analysis and the coding categories 
were derived directly from the text data.22 The first author 
coded and analysed each transcript independently. 
Table 3 illustrates how the transcribed text was condensed 
into codes and categories. When the coding was finalised, 
the first author ran queries, read and re- read the coded 
transcripts to synthesise themes and to identify inter-
esting outliers and surprising features of the data. The 
first author then summarised findings and questions in 
briefing notes that were sent and discussed with the last 

author. Online meetings were held to discuss all parties’ 
impressions of the findings, to validate interpretations of 
the data and to fill in any gaps in the analysis. The first 
author kept a diary about the ideas of emerging themes, 
surprising findings and other details useful for analysing 
and interpreting the data. To assess feasibility and the 
quality and quantity of quantitative data collection we 
performed descriptive analyses, numbers and propor-
tions, using the SPSS programme.

Patient and public involvement
Patients or the public were not involved in the design, 
or conduct, or reporting, or dissemination plans of our 
research.

RESULTS
Three major themes were identified from the qualitative 
data about the barriers and facilitators for implementa-
tion of Moyo FHRM during labour: (1) health system 
and cultural challenges, (2) implementation improve-
ment areas and (3) FHRM Moyo device usability. The 
results are presented in these categories followed by 
the results of quantitative pre- implementation and post- 
implementation data.

Health system and cultural challenges
The health systems and cultural challenges including 
four main areas: (1) existing practices, (2) insufficient 
human resources, (3) action delays and (4) other local 
and cultural challenges (table 4).

The DHs were not following the existing national guide-
lines6 (table 4). Doctors had previously been trained to 
conduct instrumental vaginal deliveries, but this skill 
was not used because of the lack of support during the 
learning phase (doctors are alone on duty) and high 
turnover among the doctors.

The lack of human resources was very obvious in three 
of the hospitals and the staff described feeling over-
whelmed by the high workload and unable to adequately 
monitor each woman in labour. The overwhelming work-
load affected their attitude:

“Staff think that if they monitor with Moyo they are 
forced to follow- up. If monitoring is not on, there is 
no need to follow- up.” (CTE 2, Hospital B)

In the post- implementation meetings, CTE nurses 
described the challenges getting the staff, nurses/ANMs, 
to use the Moyo for FHRM. Doctors were not insisting 
that staff use the Moyo. Consequently, staff did not 
start using it regularly. CTEs also reported that CS for 

Table 3 Few examples of the analytical process

Transcribed text Code Category

Human resources are one of the biggest problems. Lack of human resources. Health system challenges.
Documentation, no time to do a good a job. Poor documentation. Health system challenges.
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neonatal reasons (diagnosis of birth asphyxia) had not 
been performed before the implementation. During the 
post- implementation phase, they mentioned a few cases 
where CS was performed for neonatal reasons after the 
alarms. The cases were not included in the quantitative 
data collection due to data collection timing. Delays 
were common in the DHs, from the time the CS decision 
was made to the actual surgery, and varied from 20 min 
to 3 hours. The reasons were many (table 4), and the 
following comment is an example that illuminates one of 
them:

“I came to a situation, where a family was not ready 
for CS even when told that we are compromising the 
mother’s and baby’s health if we do not do anything. 
Then after 2 hours we get permission. Then we hear 
that anaesthesiologist is not available and we need 
to send the mother to another hospital.” (CTE 3, 
Hospital C)

Other local and cultural challenges were the commu-
nity members’ attitude towards female babies. This 
affected the parent’s decision- making process when the 
condition of the baby required action during labour or 
right after birth: They did not always demand or wish the 
same interventions if they were expecting a female baby 
as they would if expecting a male baby.

“In a country that is male dominant, the female ba-
by’s life does not matter so much.” (CTE 2, Hospital 
B)

Another challenge described by staff and CTEs were the 
situations where unnecessary oxytocin was given to the 
mothers against extra payment in hope that the mother 
would deliver faster. Oxytocin use was not followed by 
FHRM.

All the CTEs mentioned the fear of losing the new 
Moyo FHRM devices:

“Nurses fear that if the continuous monitor is on 
mothers during the first phase when they are active, 
they may not return it. Now we use the monitor only 
for those patients who are inside the facilities. For the 
nurse on duty it is difficult to follow all the patients 
as to where they are and what they are doing.” (CTE 
4, Hospital D)

“There is also a risk that medical and nursing students 
may find the monitors interesting and take them 
from the labour room.” (CTE 1, Hospital A)

Implementation improvement areas
Areas needing improvement in DHs when implementing 
Moyo FHRM are listed in table 5.

Most of the staff nurses/ANMs were highly motivated 
to learn and participate in the training, but it was not easy 

Table 5 Areas needing improvement when implementing Moyo FHRM in four DHs in Bihar

Health system Management Training of staff Support network

Improving the existing 
practices according to 
national guidelines.6

Finding ways to keep 
equipment in safe places.

Making the staff aware of the 
existing national guidelines.
Making sure that the staff is 
able to follow the guidelines.
Doctors need to lead the 
implementation process in DHs.
Reconciling the tasks and 
workload of staff.

Sufficient uninterrupted 
training time for staff.
Own training programme for 
doctors.
Regular case review sessions.

A support network for doctors 
where they can get support 
during the decision- making 
process, especially during 
learning phase.

Table 4 Health system and cultural challenges when implementing Moyo FHRM in four DHs in Bihar

Existing practices Insufficient human resources Action delays
Other cultural and local 
challenges

DHs are not following national 
guidelines.6

No systematic FHRM during labour.
CS not done due to fetal reasons.
Partogram not used (documentation).
Instrumental deliveries not common.

High workload.
Unable to adequately monitor 
each woman in labour.
Only one doctor on call with 
multiple tasks.

Need to wait for gynaecologist or 
anaesthesiologist.
Concurrency conflict.
Challenges with the other teams 
(laboratory staff, operation team).
Delay in obtaining consent to 
operate from the relatives.
Lack of needed laboratory tests.

High turnover among the 
doctors leads to constant need 
for skill training.
Hospital hierarchy.
Patient’s and relative’s attitude 
towards female babies.*
Possibility to buy oxytocin 
without prescription.
Oxytocin use without ordination.
The fear of losing the new Moyo 
FHRM devices.

*The healthcare providers always need consent from the family if there is a need for caesarean section. The family’s attitude towards female babies 
could affect the response time.
CS, caesarean section; DHs, district hospitals; FHRM, fetal heart rate monitor.
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to organise a common training session. Large workload 
and limited number of human resources (HR) caused 
challenges:

“Sometimes the department workload was so much 
that the nurses had to leave the training between the 
sessions. That was irritating for the nurses, not to be 
able to focus 100%. Tired nurses because of the work-
load. Nurses like to learn new things, and that is why 
they were happy to come to the training.” (CTE 4, 
Hospital D)

Many doctors faced the same obstacles to participate 
or concentrate on the training, because of lack of HR or 
other responsibilities at the same time. A training focus-
sing on the interpretation of normal, suspicious and 
pathological FHR findings through several cases as well as 
actions needed to be taken in these situations was found 
to be very useful. Some doctors expressed the desire 
for regular casework. Several doctors mentioned, when 
discussing previous instrumental delivery training, that 
many of those who had participated in the training were 
no longer working in the labour wards. There is a high 
turnover rate among doctors in the DHs.

“Birth asphyxia is the cause of neonatal mortality in 
50% of the cases in Bihar. Some doctors use CTG in 
private clinics, and have understanding about FHRM, 
but here the biggest concern is the workload.

Doctors often change jobs.” (CTE 1, Hospital A)

The duration of training for staff nurse/ANMs was 
appropriate and the different learning tools supported 
learning and activated participation. The practical part of 
the training in the labour room was considered important.

FHRM Moyo device usability compared with Doppler
The clinical staff perceived the Moyo device as a useful 
tool compared with the Doppler. Moyo was perceived as 
easy to learn how to use, and appropriate for their setting. 
A detailed list over the benefits mentioned by staff to the 
CTEs with Moyo FHRM versus Doppler is presented in 
online supplemental table 1).

Quantitative pre-implementation and post-implementation 
data and functionality of the data collection plan
In four DHs, where Moyo FHRM was implemented, data 
from 515 deliveries were directly observed during the pre- 
implementation (n=265) and post- implementation period 
(n=256). Data collection revealed substantial missing data 
for obstetrical background (online supplemental table 2) 
and outcomes (online supplemental table 3). Data was 
collected for all women the CAFs considered potential 
candidates for the use of Moyo FHRM. Only 36% (n=98) 
of the mothers in first or second stage of labour received 
care using the Moyo. Among these, 98% were imple-
mented by the nurses/ANMs. The device was used for less 
than 5 min in almost 72% of the cases. In 24% of the cases 
the device was used continuously, while 4% had it for 5 
to 10 min. Personnel who mostly interpreted the Moyo 

output were nurses/ANMs (97%). The device gener-
ated a total 13 alarms among nine women. Major reason 
behind all these 13 alarms were ‘due to detachment’, 
and the action taken to manage the case was ‘maternal 
position change’. Cases were diagnosed within 4 min post 
alarm. In one case was the mother’s pulse mistaken for 
the fetal heart rate. Post- implementation uptake of use of 
Moyo FHRM was too low to allow reliable impact measure 
estimations. (online supplemental table 3).

More than one- third of all pregnant women were 
admitted during the second stage of labour (10 cm cervix 
dilatation on first examination) (online supplemental 
table 3). Data collection did not capture time from admis-
sion to birth. Data collection showed that some variables 
and categories gave rise to misunderstanding and possible 
wrong registration. Length of pregnancy was recorded in 
gestational weeks of pregnancy while staff and women 
mostly use the terms ‘preterm’ and ‘term’.

DISCUSSION
The main findings in this feasibility study from a low- 
resource setting demonstrate barriers to the implementa-
tion of a fetal heart rate monitoring system during labour 
including existing medical practices, lack of human 
resources, action delays and other cultural and local chal-
lenges. Specific areas to improve implementation were 
identified. In contrast, usability of the Moyo FHRM device 
and adequate training for staff nurses/ANMs were facilita-
tors for implementation. The Moyo was used far less than 
anticipated. Quantitative data collection had substantial 
missing data and some classification challenges.

Contextual feasibility
The study results clearly illustrate why a feasibility study 
is important and a closer look at the implementation 
process is necessary when introducing a FHRM. Although 
the intervention design and processes may be the same in 
different countries, the culture of each place is different 
creating unique barriers and facilitators. Our results 
support researchers23 who assert that it is crucial to 
strengthen the health system in different ways for peri-
natal care in DHs to be able to reduce neonatal mortality. 
However, this is not possible without understanding the 
broader organisational context, an issue that has been 
raised in implementation studies.24 Our study showed 
that even though the DH directors, clinic leaders and 
managers were involved in supporting implementation, 
the device was used less than anticipated. Acknowledge-
ment of the crucial managerial role of the medical doctor 
in labour wards is important, and we believe this cadre 
should have been given a role with higher responsibility, 
such as a local project leader role, to strengthen the 
implementation. The role of a strong management team 
is crucial in any complex intervention,25 26 or as a basic 
component of a functioning health system.25 27 If medical 
local doctors working in the DH labour room would lead 
the implementation, they may be able to create a stronger 
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involvement of key people, such as other obstetricians, 
anaesthesiologists, operation theatre nurses and labora-
tory personnel because of the local hospital hierarchy. 
The key people could then address actions needed to 
reduce delays, such as time from decision to delivery 
when indicated in cases of fetal distress. The model may 
motivate the local staff to find solutions, increases the 
feeling of ownership of the process and supports sustain-
able development. In addition, the introduction of a 
verbal audit system28 in the DH may motivate doctors. 
Joint meetings could also help doctors find solutions to 
local challenges such as preserving skills acquired after 
training in conducting instrumental deliveries, despite 
high physician turnover.

Adequate resources
One limitation to a FHRM implementation programme’s 
sustainability could be lack of human resources in some 
DHs. Without an adequate staffing of labour wards to 
allow FHRM, the introduction of FHR recording by any 
means is not currently actually possible in these hospitals. 
A study from Uganda 202029 came to the same conclu-
sion about the shortage of staff. In Bihar, ‘Mamtas’, staff 
without a health- related education, assist staff nurses/
ANMs during labour and could be trained to use the 
device. However cultural norms need to be considered 
and reporting systems should be planned carefully. 
Human resources and division of work tasks need to be 
discussed at the DH management level.

Device and training package feasibility
The results indicate that the device in itself is easy to use. 
The usefulness of Moyo FHRM as a device compared with 
Doppler supported findings from previous studies such 
as the possibility to monitor several women in labour 
simultaneously and to be able to react faster to fetal 
distress because of the alarms.11 12 This is important in 
DHs where the high workload is one of the biggest chal-
lenges when implementing FHRM. The user perspective 
is also important, and like in previous studies30 31 the use 
of Moyo FHRM increased the perceived quality of the 
care provided.

Staff nurses/ANMs were positive to FHRM implemen-
tation and quick to learn how to use the Moyo. However, 
in order for doctors who make the final decisions on 
interventions, to act based on the Moyo FHRM findings, 
more extensive, focussed training appeared necessary, 
including training on operative vaginal delivery, which 
was lacking in the DHs. One of the obvious challenges 
is the decision- making process when the pathological 
FHR has been identified, including which action to take 
and how fast. As previous studies have shown, improved 
fetal surveillance is associated with reduction of labour 
time32 due to the decision to expedite the delivery. Since 
many of the doctors working in DH’s have not been able 
to use either Doppler or CTG regularly according to 
WHO’s recommendations,7 the decision- making process 
may feel very challenging. Even though the Moyo FHRM 

allows continuous monitoring, and the 30- min histogram 
display button gives important additional information, 
without training material that compares the Moyo and 
CTG histograms in different scenarios, as well as instruc-
tive examples, the decision- making process tends to rely 
mainly on the alarms. When the Moyo alerts, there is 
little time left to act before it is too late and therefore an 
earlier oversight over the situation would be beneficial. 
Both development of training materials specifically for 
doctors, as well as offering existing online CTG training 
courses could be useful.

Quantitative data and study design feasibility
The quantitative data collection revealed several chal-
lenges. First, a substantial amount of data for the women 
included was missing. Second, it showed that restricting 
the inclusion of women to inclusion and exclusion 
criteria can be difficult. Third, our new variables may 
not have suited the context well enough and we may not 
have captured what we intended. We aimed to exclude 
women who were about to give birth on admission and 
for whom it was too late to introduce Moyo FHRM. Yet, 
41% of the mothers included in the data collection had 
a fully dilated cervix on admission, indicating imminent 
birth. This could be one explanation for the low use of 
the Moyo FHRM during the post- implementation period, 
in addition to the lack of staff. We do not know how long 
they were in the labour ward from admission to birth. 
Another challenge was the categorisation of length of 
pregnancy. Moyo is designed for term pregnancies. In the 
four DHs staff and women define a pregnancy as term, 
preterm, very preterm and do not use gestational weeks 
of pregnancy on admission. Thus, the CAFs collected 
data of women considered eligible by staff, but found to 
be less than 37 weeks gestation when calculating from 
last menstrual period or Ultrasound scan, both of which 
can be uncertain in the given context. A quarter of the 
newborns weighed 2.5 kg or less and this could be an 
indication that women were included with a preterm 
pregnancy.

Strengths
A strength of this feasibility study is the use of both 
qualitative and quantitative methods. Combined their 
evidence contribute to understanding how complex 
interventions work and for whom, and how, in this case, 
health systems respond and adapt.33 Our study provides 
information for future implementation on the barriers 
and facilitators as well as the challenges concerning satis-
factory data collection to assess the impact on obstetrical 
and neonatal outcomes. The study also considered social 
norms through early engagement with local staff in the 
DHs and using the existing health infrastructure as well as 
considering cultural and environmental influences.

Limitations
Some questions in the quantitative data questionnaire 
were not clear enough and could be misunderstood. 
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Quantitative data collected was limited and does not give 
the whole picture of the situation. Since the number of 
quantitative data participants and the use of the Moyo 
devices was low, the study does not allow for reliable 
interpretation of the pre- implementation and post- 
implementation data due to insufficient power. Data 
collection does not give an answer of the women’s atti-
tudes and perceptions on using The Moyo FHRM during 
labour.34 The first author performing the interviews may 
have influenced the findings.

CONCLUSION
Our findings emphasise, in agreement with other 
studies,35 the importance of careful intervention design 
and pre- implementation planning in response to the 
local health system and staff context in order to increase 
likelihood of effective and sustainable implementation. 
Health system challenges are a major constraint to the 
Moyo FHRM implementation in Bihar DHs. In the future, 
to be able to take Moyo FHRM in use, several areas need 
improvement. Pivotal are sufficient human resources in 
the labour ward. To ensure this, it is essential that the DH 
management and medical leadership not only see the 
need for FHRM during labour but initiate and own the 
process of implementation. In addition, improvements at 
all levels of infrastructure, practices and skills will be crit-
ical to strengthen operative FHRM in DHs to assure that 
a diagnosis of fetal distress during labour is adequately 
and timely responded to. User support during implemen-
tation should be continuous 24/7 during the first weeks 
and frequent expert support ought to be available for 
several months after the initial implementation. To assess 
a future implementation, a full- scale mixed methods study 
should be performed. Routine quantitative data of high 
quality should be collected continuously (day and night, 
every day) for all eligible women, either permanently 
or at intervals. Appropriate data collection requires a 
clear strategy to communicate inclusion and exclusion 
criteria and preventing missing data as well as improved 
commonly agreed on variable and category definitions 
that allow accurate assessment of appropriate use of Moyo 
FHRM and obstetrical and neonatal outcomes.
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Interview guide 

Interview questions:  

1. How long time did you used for the Moyo FHRM training sessions with the local staff? 

2. How did you experience the training sessions (motivation of the staff & learning process)? 

3. Are there any challenges during the training period? (knowledge, attitudes and perception 

of providers) 

4. Have you faced any challenges after implementation of the Moyo Fetal Heart Monitor in 

your hospital, if yes, what are the challenges?  

5. What would be the optimal number of Moyo monitors in your department?  

6. What kind of comments you have heard from the staff of FHRM Moyo device usability 

compared with Doppler? 

7. Are the staff members able to make a difference between high and low risk pregnancies? 

8. What is the level of understanding FHRM and its importance during labor (knowledge, 

attitudes and perceptions)? 

a. Staff nurses/ANMs  

b. Doctors 

9. What type of challenges the doctors are facing when the action is needed? 

 

Instruction for diary kept by CTEs 

1. Register challenges with the teaching sessions. 

2. Register challenges with the use of the Moyo. 

3. Register challenges during the implementation process for example: management, teamwork 

with other departments (situations where there is a need for Cesarean section), human 

resources, cultural or health system related issues. 

4. Ask and register the staff’s evaluation of the Moyo compared to the Doppler. 

5. Register observations of interest, attitudes and perceptions in Moyo use in practice. 

6. Register how many you taught, how many times you were called to help. 

7. Register anything relevant to the use of Moyo in practice in the local context. 
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Supplementary Table 1: The benefits with Moyo FHRM versus Doppler. 

 

                         

 

 

 

 

 

 Moyo FHRM Doppler 

Time management, human resources 

Time it takes to locate the FHR Easy to locate the FHR without knowing the baby’s 
position.  

Need to know the baby’s 
position 

Continuous monitoring 

possibility 

Yes, time saving because staff do not need to stand 

next to the patient.  

Not possible 

Situation analyses  

Identifying an abnormal 

situation   

The colors on the monitor of normal/ 

abnormal/pathological situations help staff. 

Staff need to know what is 

normal/ suspicious 

pathological.  

Ensuring that the findings are 

correct  

Possibility to monitor the mother’s and baby’s FHR 
at the same time helps to confirm that the findings 

are correct.  

Needs to be done manually by 

palpating the mother’s pulse 
while monitoring. 

Alarms Yes, good wake-up calls in the busy department  Not available 

Intervention and follow up Continuous monitoring possibility makes it easier 

to follow up the effect of an intervention/action 

(for example a change in the woman´s position) 

Possible to follow up, but the 

staff needs to stand next to 

the patient all the time.  

Interpretation of the FHR Doctors are able to evaluate the situation by 

seeing the history of FHR in a curve over a longer 

time. 

The doctor’s interpretation of 
the situation relies very much 

on the nurse’s skills, 
knowledge, and 

documentation during the 

labor.  

Communication with the 

doctors and other staff 

members  

The continuous monitoring possibility makes it 

easier for the staff to give an accurate picture of 

the situation to the doctors when calling them.  

The doctors have to rely on 

the nurse’s findings.  

Technical details 

Monitor Possibility to charge  Batteries 

Mobility of the mother  Able to be active under continuous monitoring  Able to be active only when 

FHR is not monitored.  

Sound Different sounds with different alarms. Mother is 

able to hear the FHRM.  

Mother is able to hear the 

FHR, when doppler is used.  

Other needs Water can be used, during intermittent FHRM. 

Ultrasound gel needed during continuous 

monitoring due to hot climate.  

Ultrasound or alternative gel 

is needed.  

User perspective 

Follow up on the FHR during 

labor  

Mother is able to hear FHR continuously. Mother is able to hear FHR for 

a short time, when monitor is 

used.    
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Supplementary Table 2: Characteristics of pregnant women (N=515) pre- and post- implementation. 

 

* Marginalized: Scheduled Castes (SC/ST), Non-Marginalized: Other Backward class (OBC), General etc. 

** Includes abortion, miscarriage and stillbirth,  

***Asthma, Hypertension, Jaundice, Anemia, other 

**** Hypertensive disorder, Post Partum Hemorrhage, Cesarean Section 

 

 

 

 

 Pre-implementation 

n=265 

Post-implementation 

n=256 

 n (%) n (%) 

Age  

   ≤19 

   20-25 

   26-30 

   ≥31 

   Missing 

 

 5 (1.9) 

188 (70.9) 

57 (21.5) 

10 (3.8) 

5 (1.9) 

 

1 (0.4) 

194 (75.8) 

56 (21.8) 

4 (1.6) 

1 (0.4) 

Caste*  

   Marginalized 

   Non-Marginalized  

   Missing 

Gestational age 

 

57 (21.5) 

203 (76.6) 

5 (1.9) 

 

89 (34.8) 

166 (64.8)  

1 (0.4) 

 

   Preterm <37 weeks     

   Term ≥ 37 weeks 

   Not determined 

   Missing 

67 (25.3) 

125 (47.2) 

68 (25.6) 

5 (1.9) 

86 (33.6) 

119(46.5) 

50 (19.5) 

1 (0.4) 

Parity 

   Nulliparous 

   Multiparous 

   Missing data 

 

114 (43.0) 

146 (55.1) 

5 (1.9) 

 

100 (39.1) 

146 (60.5) 

1 (0.4) 

History of Child Loss**  

   Yes 

   No 

   Missing 

 

19 (7.2) 

132 (49.8)  

114 (43.0) 

 

18 (7.0) 

140 (54.7) 

98 (38.3) 

Previous medical condition*** 

   Any registered  

 

15 (5.7) 

 

31 (11.7) 

Previous obstetric complications **** 

   Any registered  

  

5 (1.9) 

 

3 (1.2) 

Total number of antenatal visits 

   1-3 

   ≥4 

   Not registered  

 

160 (60.4) 

46 (17.3) 

59 (22.3) 

 

120 (46.9) 

52 (20.3) 

84 (32.8) 
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Supplementary Table 3. Obstetric and neonatal outcome, N=515 

 Pre-implementation 

n=265 

Post-implementation 

n=256 

 n (%) n (%) 

Type of admission 

   Direct  

   Referred from other health facilities 

 

238 (89.9) 

27 (10.2) 

 

238 (93.0) 

18 (7.0) 

Cervical dilatation on first examination 

    <4 cm 

     4-9 cm 

     10 cm 

    Not determined/Missing 

 

27 (10.2) 

55 (20.8) 

84 (31.7) 

99 (37.3) 

 

7 (2.7) 

82 (32.1) 

106 (41.4) 

61 (23.8) 

Mothers with intrapartum complications  

   No complications 

   Complications* 

   Missing  

Post-Partum Haemorrhage    

   Yes 

Meconium stained amniotic fluid 

  Suction (% of those with meconium stained liquor) 

Newborns cry immediately after birth 

   Strong cry 

   Weak cry 

   No cry 

   Missing  

Outcomes for the newborn 

   Newborn needed stimulation 

   Newborn transferred to NBCC 

   Newborn transferred to another department 

   Unstable and referred out 

   Died during hospital stay 

Weight of the baby  

   >2500g 

   ≤2500g 

   Missing 

 

188 (70.9) 

40 (15.1) 

37 (14.0) 

 

46 (17.4) 

78 (29.4)                                     

14 (17.9) 

 

144 (54.3) 

12 (4.5) 

66 (25.0) 

43 (16.2) 

 

70 (26.4) 

23 (8.7) 

6 (2.3) 

12 (4.5) 

1 (0.4) 

 

146 (55.1) 

68 (25.7) 

51 (19.2) 

 

206 (80.5) 

35 (13.7) 

15 (5.8) 

 

12 (4.7) 

40 (15.6) 

12 (30.0) 

 

191 (74.6) 

21 (8.2) 

19 (7.4) 

25 (9.8) 

 

29 (11.3) 

13 (5.1) 

2 (0.8) 

5 (2.4) 

0 (0.0) 

 

164 (64.1) 

63 (24.6) 

29 (11.3) 

*Eclampsia, Malpresentation, Cord prolapse, Antepartum haemorrhage (APH), other 

**Blood loss >500ml 
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